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1. Introduction 
Robot-assisted therapy devices are available for rehabilitation of persons after stroke, 
which is the leading cause of disability among adults in the United States (AHA 2006, 
Volpe et al. 2002). Improving upper extremity function after stroke is critical for 
performance of one’s life-role and the completion of unilateral and bilateral activities of 
daily living (ADLs). Carryover to real-life activities after rehabilitation training cannot be 
assumed (Sterr et al. 2000; Maclean et al. 2000; Ma and Trombly 2002; Trombly and Ma 
2002; Prange et al. 2006). For example, the existence of learned non-use behavior indicates 
that motor gains after rehabilitation therapies may not transfer to long-term functioning 
on ADLs (Taub et al. 1994; Taub et al. 1999; Sterr et al. 2000). This behavior is present 
when persons with hemiparesis due to strokes demonstrate significant differences 
between residual movement capabilities and spontaneous use of the impaired arm in real 
world. There is a need to address barriers to the carryover of motor gains during training 
to stroke function in real life. 
This chapter reviews examples of current upper arm robot-assisted therapy environments 
and present findings from case study experiments with a new task-oriented, robot 
therapy system focused on improving carryover of motor improvements to functional 
activities of daily living. We draw attention to influence of function on arm movements 
during robot training and explore how future environments can be more functional and 
engaging. 
Robot-assisted therapy devices are now being used more frequently in the rehabilitation of 
persons with physical disabilities due to neurological trauma caused by stroke and spinal 
cord injury. These therapy robots provide semi- or fully-autonomous training and permit 
patients using them to engage in repeated and intense practice of goal-directed tasks (Volpe 
et al 2002; Prange et al 2006; Burgar et al. 2000; Loureiro et al. 2003; Patton et al. 2006; Krebs 
et al. 2003; MacClellan et al. 2005, Kahn et al. 2006). Typically, the automation of therapeutic 
exercises involves generating trajectories that guide reaching movements and the 
application of forces directly or indirectly to the impaired arm to assist, resist, and/or 
passively support it during the reaching exercise. For example, the MIT-MANUS (Krebs et 
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222 Rehabilitation Robotics 
al. 2003; MacClellan et al. 2005) therapy robot permits stroke survivors to practice two-
dimensional (2-D) point-to-point (PTP) movements while systems like the Gentle/s 
(Loureiro et al. 2003) and MIME (Burgar et al. 2000) robots are capable of three dimensional 
(3-D) PTP training. Studies have shown that these early robotic therapy systems improve 
motor function as quantified by motor performance measures such as movement time and 
smoothness during reaching (Rohrer et al. 2002) and standard clinical measures of motor 
impairment such as the Upper Extremity Fugl-Meyer (UE-FM (Fugl-Meyer et al. 1975). 
Despite this, they have mixed impact on learned non-use and the ability to use the impaired 
arm in real tasks (Prange et al 2006). Given the promise of robot-assisted therapies, it is 
important to further investigate the mapping between practice and real-world ADL function 
and determine what mechanisms influence it. 
Recent evidence from neuroscience literature suggests that enriched environments (Will 
et al 2004; Fisher and Sullivan 2001; Nudo et al. 2003), highly functional and task-
oriented practice environment (Carr et al. 1985;Ada et al. 1995; Trombly et al. 1995; 
Aycock et al. 2004, Bayona et al. 2005; Wu et al. 2000; Woldag et al. 2003; Theilman et al. 
2004), and highly motivating fun and game-based environments that increase task 
engagement (Bach-y-rita et al 2002, Wood et al. 2003) are important for motor re-
learning, recovery after stroke and reduced learned non-use behavior. Task-oriented 
therapies facilitate the practice of a variety of simple and complex functional 
movements within a real context, with environment feedback to cue task success or 
failure. Occupational therapists Wu and colleagues have shown that the presence of 
real objects as the target of reach significantly influences the reaching kinematics of 
both neurologically normal and stroke impaired persons (Wu et al. 2000, 1998). In fact, 
reaching towards a real object is more likely to result in smoother movements, lower 
movement times, and higher peak velocities. These results were also verified by 
Wisneski and Johnson (Wisneski and Johnson 2006, 2007) for complex ADLs such as 
drinking and eating. Successful examples of novel task-oriented therapy are forced-use 
and Constrained-Induced Movement Therapy (CIMT) (Taub et al. 1994; Taub et al. 1999; 
Sterr et al. 2000; Liepert et al. 2002; Page et al. 2004; Aycock et al. 2004). The training is 
intense and repetitive, requiring the use of the impaired arm. Data indicate that CIMT 
therapies reduce learned non-use, increase ADL function, and often increase the size 
and change the location of the cortical area representative of a muscle function (Liepert 
et al. 2002). These forced-use therapies often induce changes in the motor areas 
especially in the motor cortex and the cerebellum. 
A natural question is whether combining robot-assisted therapies with a task-oriented 
approach involving the practice of real ADLs would improve real world functional 
outcomes and whether current trajectory planning processes support functional retraining 
on complex ADLs such as drinking and eating. The trend in the field has been towards the 
development task-oriented, biofeedback mechanical systems with virtual environments that 
permit the practice of real ADL tasks and some form of biofeedback (Huang et al. 2006). 
Examples of such environments include Jiping He and colleagues’s RUPERT upper arm 
exoskeleton (He et al. 2005) and Riener and colleagues’s ARMIn upper arm exoskeleton (Nef 
et al. 2006) that embed robot assisted training into patient-centered, engaging, and focused 
on daily living activities with virtual functional objects. 
Currently few clinical trials exist that test whether robot-assisted therapies can be more 
effective when combined with a highly task-oriented therapy paradigm that focuses on the 
practice of ADLs in virtual or real environments. One study did examine the effect of 
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adding grasping to the planar manipulation environment of the MIT-MANUS (Fasoli et al 
2005). No additive effect for the reach-to-grasp practice was found but this was most likely 
due to differences in the intensity of training administered to the two groups and the use of 
motor impairment measures (the UE-FM was used to judge motor gains) to evaluate 
between group differences. It is still not clear what gains were made in ADL functioning on 
real-world tasks or how robot-assisted practice may have influenced the CNS cortical 
changes. 
The rehabilitation robotics lab at the Medical College of Wisconsin and Marquette 
University has developed the Activities of Daily Living Exercise Robot (ADLER) stroke 
training environment, which was inspired by the Gentle/s system set-up to accommodate 
reaching and grasping activities in the three-dimensions (Johnson et al. 2006). Here robot-
assisted training is focused on improving carryover of motor gains to real life through 
ADL task practice and the trajectory models used to implement movement plans in 2-D 
and 3-D space. The chapter presents the design and several case studies to evaluate some 
of the main design concepts of the robot system. The ADLER was developed to train 
functional ADL-like tasks with and without physical objects. It capitalizes on the existing 
benefits of robot-assisted therapies while supporting more natural movements to position 
the wrist during ADL practice. Three case studies with a few able-bodied and stroke 
adults were conducted to evaluate the performance of the ADLER system. Case study 1 
examined issues in repeatability and stability of kinematic measures such as movement 
time and smoothness. Case study 2 examined issues in modeling and trajectory planning 
of wrist movements for a real ADL task, the drink task. Case study 3 examined ADLER 
system’s ability to reduce motor impairment and improve ADL function during the 
practice of point-to-point (PTP) movements that mimic real ADL tasks. Overall, these case 
studies show that the system has the potential to be effective in training of the upper arm 
after stroke with future work focused on the ability to improve both reaching and 
grasping abilities in the long-term. 
2. Activities of Daily Living Exercise Robot (ADLER) 
2.1 Hardware 
ADLER is a robot therapy environment developed to permit training of real-life 
functional tasks involving reach, grasp, and object transportation in both 2-D and 3-D 
space (Fig. 1ab) (Johnson et al. 2006). The system is designed to support seated 
functional tasks such as grooming, drinking, eating, and desktop vocational tasks such 
as game playing tasks including tic-tac-toe. ADLER uses a HapticMaster robot (FCS 
Robotics) to assist an impaired arm along trajectories for real-life tasks and administer 
customized forces along programmed trajectories. The HapticMaster is an admittance-
controlled, 6 degrees of freedom (DOFs) robot. Three active DOFs position the hand in 
space. The end-effector of the robot can pivot 1 full radian and has a vertical range of 
0.40 m. The arm pivots about a post, with end-effector positions ranging between a 
radius of 0.28 m and 0.64 m. A three-axis force sensor located at the end-effector 
measures interaction forces (3 DOF) generated during the tasks. The three remaining 
DOFs orient the wrist passively through rotation of a three-axis gimbal. Fig. 1b 
illustrates the range of gimbal position in the ADLER environment with an 
approximation of the actual task space, which is often extended beyond the end-
effector, depending on the orthosis used. 
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Several custom-designed orthoses have been designed for attaching an impaired limb to the 
gimbal at either the wrist or the forearm (close to the elbow) without impeding grasp. The 
configuration permits the subject to orient freely their hand as needed to grasp and use an 
object (Fig. 2ab). Orthoses have also been constructed to support lower-functioning stroke 
survivors that have no grasp capability, i.e. those that need to begin training in the reaching 
phase only (Fig. 2c). 
A custom-made glove is designed to assist in functional grasping as needed (Nathan and 
Johnson 2007). The glove uses bend sensors (Flexpoint Sensor Systems) to detect finger 
joint angle changes between 0 and 90 degrees. Sensors measure the joint angles of the 2nd 
interphalangeal joint (PIP) of the index finger and the distal interphalangeal joint of the 
thumb during the tracking movements. At present only the index finger and thumb is 
incorporated since these are most often involved in ADLs to complete whole arm grasp, 
pinch and cyinder grips (Ada et al. 1995). The glove can be used with a functional 
electrical stimulation (FES) unit to assist in voluntary grasp and release or passive grasp 
and release. The current glove design is minimally evasive and does not interfere during 
task performance and to allow appropriate hand shaping before and during grasp with 
open-ended finger tips to allow haptic feedback and better grasping and shaping of the 
hand. 
Patients using the ADLER system are asked to sit on a rail-mounted chair that can be easily 
pushed into position. The chair can be positioned on either side of the table. The table height 
is adjustable, and a custom-made harness is available to restrain motion of the trunk. To 
ensure subject safety during robot therapy, three safety systems are integrated into ADLER. 
First, power to the robot can be cut (halting any motion of the arm) and all systems shut 
down with the use of an emergency stop button held by an experimenter. The second safety 
system, controlled by the subject, is a foot pedal placed under the dominant foot that must 
be depressed during any operation of the robot. If at any time the subject lifts his or her foot 
off the pedal, the robot halts all motion. Finally, all orthoses attach to the gimbal 
magnetically with a pair of solenoids. Current through the two solenoids is automatically 
stopped if a force overload is detected and the orthoses detaches. 
Fig. 1. The set-up for the ADLER stroke therapy system. 
The system consists of an activity table and tray for selfcare-like tasks such as eating. The 
chair is on guide rails that permit it to be adjusted and mounted on either side of the table. 
The HapticMaster robot is the main system used and is customized wrist orthosis that 
permits the hands to be free for 3-D spatial functional movements such as drinking. 
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Fig. 2a-c. The ADLER Orthoses. 
Three orthoses for ADLER; depending on the protocol used and tasks, these orthoses are 
interchangeable with the system. 
2.2 Software 
The ADLER system uses a custom-designed software called HERALD to implement various 
upper arm functional movements. The HERALD software, flow-charted in Fig. 3a, uses 
HapticAPI (FCS Robotics Manual 2003) to control the HapticMaster robot and Crystal Space 
v0.98 (Tyberghein et al. 2004), a freeware for creating graphical user interfaces (GUIs), to 
render the simulated environment. Crystal Space is an open-source engine that is platform 
and application programming interface (API) independent. In the ADLER system, we use 
this engine within a PC-based Windows XP environment. The safety signals from the foot 
pedal and emergency stop are also monitored by HERALD. The glove signals are also 
monitored so that the glove collection rate can be synchronized with the robot system. 
In HERALD, the experimenter can define all the parameters for a task and the training 
modes. The experimenter is able to program arm movements on-the-fly using start, end, 
and multiple via points or upload the data from a file storing real or pre-defined trajectories. 
HERALD can also be used to set boundaries within the robotic workspace, for example, to 
prevent the gimbal from scraping against the table. 
A.    B.
Fig. 3. HERALD Control software. 
a. Signal flow to and from HERALD. b. Graphical interface where spheres denote via-points 
with straight line trajectories. Colored dots indicate the gimbal position and the current 
target via-point. 
226 Rehabilitation Robotics 
HERALD’s graphical interface displays a one-to-one mapping of the task environment, 
which consists of the platform, table, chair, and straight-line or curved connections to the 
key points in the trajectories (Fig. 3b). Typically, one of the experimenters operates the 
computer and monitors the therapy on-screen. Audio cues signal acquisition of key events 
that correspond to pre-programmed points in the real task, providing feedback to the user 
and experimenters. The system actively acquires the position and the orientation of the 
gimbal center as well as the forces on the end-effecter at up to 1250 Hz. Training session 
data are stored automatically. 
2.3 Training Paradigms in ADLER 
In order to accommodate a range of training protocols, ADLER is able to operate in three 
modes: normal, form, and function. Normal mode permits unconstrained subject motion 
anywhere within the robot workspace. In form mode the subject is constrained to move 
along a defined path between via-points. When a via-point is reached, the robot emits an 
audible cue and continues along a new path to the next point. The robot pulls the user with 
a spring force traveling at a minimum velocity set by the experimenters. In function mode 
the subject is constrained to a cylindrical space around the defined path between via-points, 
allowing more freedom than form mode. A spring force, again with a minimum velocity, 
pulls the user towards and along the axial path. When the user moves into a defined 
spherical volume around each via-point called a pull zone, a spring force pulls the user 
radially towards the via-point. Form and function modes are illustrated in Fig. 4. Assistance 
can be provided in form and function modes by increasing the spring constant, or removed 
entirely by setting the spring constant to zero. The robot can also resist user motion in any 
mode by setting a velocity-dependent damping coefficient. 
Fig. 4. Movement Modes. 
Form (a) versus function (b) concept implemented in the ADLER training modes. The 
subject performed in function and form modes. The subject starts at location in upper left 
quadrant. The functional mode allowed for more natural trajectories. 
Subjects using ADLER may be classified as high, medium, or low functioning. ADL training 
protocols have been developed for each. High functioning subjects train with tasks that 
involve grasping and manipulating objects. Medium and low-functioning subjects may 
begin by performing PTP tasks that mimic functional ADLs and then progress to 
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performing reaching and grasping tasks with the FES Grasp glove integrated with ADLER. 
Table 1 displays some of the training tasks currently programmed in ADLER.  Subjects are 
evaluated in the normal mode with the tasks from Table 1 or additional evaluation tasks as 
shown in Table 2. 
2.3.1 Point-to-Point Reaching Robot Training 
Two-dimensional reaching movements are guided by a flat-screen computer monitor on the 
activity table (Fig. 5a). Subjects move from one highlighted point to another, tracing 
predefined shapes and paths. While the entire monitor is contained within the robotic 
workspace, certain points can be excluded if the subject is not able to reach them. Three 
dimensional reaching movements are designed to be similar to those of functional activities. 
For instance, to mimic the actions of drinking from a cup, the subject may be asked to touch 
a point on the activity table, reach up to his/her mouth, touch the table again, and return 
his/her hand to rest. Subjects can practice these tasks repeatedly and at different levels of 
assistance or resistance. 
2.3.2 Task-oriented Robot Training 
Task-oriented robot training consists of functional, self-care tasks such as eating, drinking 
(Fig. 5 and Tables 1 and 2), combing hair, game-playing tasks such as tic-tac-toe (against the 
experiment or against the computer, and household manipulation tasks such as ringing a 
bell or opening doors and locks. Typically, game-playing tasks are only performed in 
normal mode, but robot impedance characteristics can be modified to react faster or slower 
in response to the forces on the end-effector. Task-oriented robot-assistance can be 
performed in any of the three modes. 
 Task 
Name
High-ADL Low-ADL 
Drink Subject reaches, grasps and lifts a 
cup; drinks; returns cup. 
Subject reaches, touches 
red dot; touches mouth; 
touches red dot. 
ADLs 
Comb Subject reaches, grasps, and lifts a 
comb; lifts comb to side of head; combs 
up and down twice; returns comb. 
Subject reaches, touches 
blue dot; touches side of 
head; touches blue dot. 
Reaching Subject reaches straight out, presses a 
buzzer
Subject reaches straight out 
to a colored dot 
PTP
Point-to-
point
Subject traces a 2-D pattern with a 
pointer.
Subject follows a 2-D 
pattern without a pointer. 
Other
tasks 
Doors Subject performs a sequence of tasks 
that unlocks and opens nine different 
doors.
Subject reaches and touches 
nine sets of colored dots in 
specific sequences. 
Tic-tac-
toe
Subject plays tic-tac-toe in normal 
mode with custom-designed board 
and pieces 
N/AFun
Plinko Subject plays drops a ping pong ball 
into plinko game in normal mode 
N/A
Table 1. Examples of training tasks on ADLER. 
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ADLER supports several categories of task from selfcare tasks such as feeding and drinking, 
reaching tasks in 2D and 3D space and fun tasks. 
Task Name Description 
Reach Subject reaches outward to six points 
Drink Subject reaches, grasps and lifts a cup with one hand; 
drinks; returns cup. 
Bilateral Drink Subject reaches, grasps and lifts a cup with both hands; 
drinks; returns cup. 
Point-to-Point Subject traces circle and cross patterns 
Jebsen-Taylor Subject performs a Jebsen-Taylor evaluation task 
Table 2. Evaluation tasks supported on ADLER. 
ADLER supports several evaluation tasks that are performed without forces in the normal 
mode. From selfcare tasks such as feeding and drinking, reaching tasks in 2D and 3D space 
and fun tasks. 
Fig. 5. ADLER Activities. 
The ADL activity table set up in the ADLER environment; a. 2-D PTP reaching; b. patient 
practicing functional reaching; c. patient practicing manipulation. 
2.4 Trajectory Planning for Functional and More Natural Wrist Movements 
Typically, robot-mediated movements between via-points in reaching tasks are modeled on 
the minimum jerk theory of movement (Flash & Hogan, 1985; Flash & Hogan, 1987; 
Amirabdollahian et al. 2003; Loureiro et al. 2003). The minimum jerk algorithm defines 
straight-line movements and bell shaped velocity curves with zero starting and ending 
velocities. However, more complex models may be necessary to describe reaching during 
ADLs. The presence of a real object modifies the orientation of the wrist for the reach-to-
grasp movement (Gentilucci et al. 1991, 1996, 2002; Gentilucci, 2005; Wu et al. 1998; Wu et al. 
2000). Loureiro and colleagues, in their study of 3-D tracking in the Gentle/s robot-assisted 
therapy environment, proposed the use of 7th order polynomial curves with varying 
boundary conditions to better approximate reaching towards real objects (Loureiro et al. 
2003; Amirabdollahian et al. 2003). 
We had investigated the influence of objects on reaching movements and compared the 
results to a popular current trajectory model called the minimum-jerk model (Wisneski & 
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Johnson 2007). Wrist movements were significantly curved away from a predicted straight 
line and they were curved to accommodate task constraints such as the table, a cup handle, 
or an obstacle. Supporting real task trajectories means identifying trajectory planning 
models that better account for curvatures observed in real tasks. We have also developed a 
5th order model based on curvature equations reported by Flash and Hogan with modified 
input conditions (Flash & Hogan, 1985; Flash & Hogan, 1987). The models are described in 
Fig. 6 and show the contrast in how accurately the models approximate the actual 
trajectories. Wisneski & Johnson demonstrated that the model with curvature consideration 
is adequate for functional task planning (providing the input conditions in Table 4 are well 
defined) however the basic minimum-jerk model without curvature is adequate for PTP 
movement and planar movements (Wisneski & Johnson 2007). Table 3 shows the relevant 
equations for these raw data along with the raw subject data. The minimum jerk model with 
curvature considerations combined with the model inputs for via points was a better fit than 
the basic model (Model A in Table 3). The model inputs lead to significant reduction of area 
between data curves; these area reductions were seen for all events as compared to the 
original minimum jerk paradigm (Model C – 5th order with initial conditions such as those 
seen in Table 4 for the drink task). 
Fig. 6. Trajectory Planning Fits. 
Three trajectory models supported by ADLER and an actual trajectory defined from motion 
analysis studies for a reach to a cup during drinking. Model C based on the 5th order trajectory 
with curvature and end-point considerations was the best fit for X-Y and X-Z planes. 
3. Case Studies 
3.1 Methods 
Three case studies presented below examine how two healthy, right-handed normal-
functioning adults and a low-functioning stroke survivor used and experienced ADLER and 
its various modes. All subjects gave informed consent for the study, which was approved by 
the Institutional Review Board of the Clement J. Zablocki VA Medical Center. Table 5 
summarizes the able-bodied subjects in this case study. 
Case study 1 examines issues in repeatability and stability of kinematic measures such as 
movement time and smoothness. Able-bodied subjects (age 59 – S1 and age 55-S2) 
experienced the ADLER robot three times at the beginning and end of one week. The tasks 
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Model
Input#
Purpose Applicable 
Events
t1 X1 Y1 Z1
1 Table Constraint 
(TC)
‘Reach’
‘Rest’
.40
.40
N/A
N/A
N/A
N/A
42 mm 
28 mm 
2 TC+Cup
Manipulation
‘Reach’
‘Rest’
.40
.40
39mm
39mm
N/A
N/A
T.C. + 12 mm 
T.C. + 7mm 
3 Movement out-of-
the-plane (MOP) 
‘To Mouth’ 
‘Return Object’ 
.40
.40
N/A
N/A
N/A
N/A
59mm
59mm
4 MOP + a cup-type 
object
‘To Mouth’ 
‘Return Object’ 
.23
.40
16mm
16mm
N/A
N/A
10.5mm
10.5mm
Table 4. Settings of Model C for A Drink Task. 
Summary of input and output points used to define Model B for a drinking task using a cup 
with one hand. This setting is also used with Case Study 2. 
Case study 2 examines issues in modeling and trajectory planning of wrist movements for a 
real ADL task, the drink task. An able-bodied subject (age 22 – S3) experienced the ADLER 
robot with two different trajectory planning models in the same day and compared the results. 
The tasks for case study 2 were defined using either Model A or the curved model Model C 
with input as shown in Tables 4. These tasks were drink and feed (with spoon). They were 
repeated at least three times. First, the subject completed the reaching and grasping phases of 
the tasks without a trajectory model, i.e., the subject completed the task in normal mode with 
no assistance from the robot and the ADLER is only recording movement and forces. Next, the 
subject repeated the tasks with Models A and C and then answered questions about their 
experiences. Only the drink task is shown and analyzed for kinematic parameters. 
Case study 3 examines ADLER system’s ability to reduce motor impairment and improve ADL 
function during the practice of Low ADL movements (Table 1). The stroke survivor was 48 years 
old and sustained an ischemic stroke four years before with hemiparesis of the left side (Fig. 7). 
Subjects Gender
Trained
with
Age Mode 
Robot Mode 
Assist/Resist
Motor
Functional level 
Trajectory
Model Used 
S1 Female 
Left
hand
59 Function Assist Able-Bodied
Model A 
(Table 3) 
S2 Male 
Left
hand
55 Form Assist Able-Bodied 
Model A 
(Table 3) 
S3 Male 
Left
hand
22 Form Assist Able-Bodied 
Model A  
Model C 
(Table 4) 
S4 Male 
Left
Impaired 
hand  
48 Form Assist 
Stroke(RCVA)
UE-FT: Level2 
UE-FM: 22 
Model A 
(Table 3) 
Table 5. Subjects for Case Studies 1-3. 
Summary of able-bodied and stroke subjects ran on ADLER. The stroke survivor had a right CVA 
and motor functional level (UE-FM) of 22 of 66 and an ADL functional (UE-FT) of level 2 of 7. 
The stroke subject participated in the reaching aspects of the functional tasks but was not 
able to participate in the grasping portion (the FES glove was not worn in this instant). The 
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training was conducted in form mode using 2-D and 3-D PTP reaching tasks mimicking 
ADLs. These tasks were programmed using Model A. As the subject improved, the force 
assistance (gains on the spring forces) was gradually decreased. Training sessions were 
administered three times per week for six weeks, with each lasting for approximately one 
hour. Clinical and robotic evaluations sessions using tasks in Table 2 were completed in the 
first, third, and last weeks of training. Clinical evaluations included upper-extremity Fugl-
Meyer (UE-FM) and functional test (UE-FT) evaluations administered by an occupational 
therapist (Fugl-Meyer et al. 1975; Wilson et al. 1994). A follow-up evaluation was conducted 
about one month after the final training period. The ADLER evaluations, completed in 
normal mode (without force assist), allow for quantification of kinematic improvement 
without the aid of robotic assistance. 
Fig. 7: Stroke Subject in ADLER. 
Training takes place using ADLER to complete several low ADL tasks. The low functioning 
stroke is completing a 2-D PTP. 
Force and position data recorded by HERALD were filtered (10 Hz Butterworth low pass) and 
analyzed using Matlab software (The MathWorks, Inc.). Several kinematic dependent 
variables were calculated for Case Studies 1 and 2. Total displacement (TD) is the total 
distance traveled during a given task. The total time required to complete a given task is the 
movement time (MT). Peak Velocity (PV) is the maximum velocity used in the task. Several 
measures of smoothness are calculated from the velocity profile, including the ratio of peak 
velocity (PV) to mean velocity. The movement smoothness (MS) is defined as the peak velocity 
divided by the average velocity (PV/MeanV) (Rohrer et al. 2002). Trajectories are charted on 
two position plots, where the initial starting position is normalized to point (0, 0, 0). The x-y 
plane is parallel to the activity table top, while the z axis points up. The responses to questions 
about Model A and C for case study 2 were analyzed and compared using t-test. 
3.2 Results and Discussion of Cases 
3.2.1 Case Study 1: Repeatability and Short-term Learning 
Table 6 shows the results of the drink evaluation sessions. We expected that able-bodied 
subjects may have some short-term learning but that, in general, they would have minimum 
changes across the key kinematic variables. Subject 1 had consistent kinematics across all 
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kinematic variables with low standard deviations. The fact that S2 had more variance than 
S1 may indicate that some subjects may require more time during training than others.  In 
addition, we realized that a possible source of error is in the placement of artifacts during it 
repeatable task trial. It is important the artifacts are placed in the same location during these 
trials. On the other hand subject 2 only had consistent kinematics across total displacement 
and peak velocity. Figure 8 shows an example of the results for subject 1. 
Fig. 8. XY and XZ plane data of the drink task for subject 1 for all trials for 1st and last 
evaluations.
The graphical data show all three trials and averages for days 1 and 4. Day 1 is solid lines 
(thick average line) and Day 4 is dash lines (thin line average). XY is the plane of the table 
and XZ in out of the plane of the table in the plane of the person’s torso. 
Initial Final 
Subject 
MT (s) 
TD
(m)
PV
(m/s)
MS MT (s) 
TD
(m)
PV
(m/s)
MS
7.26 2.36 0.40 3.04 7.38 2.41 0.40 2.95 
S1
±0.39 ±0.13 ±0.04 ±0.23 ±0.67 ±0.13 ±0.01 ±0.23 
17.51 2.65 0.21 3.06 4.31 2.02 0.33 2.24 S2
±8.22 ±0.65 ±0.02 ±0.38 ±1.09 ±0.12 ±0.04 ±0.18 
Table 6. Able-bodied subjects’ kinematics are shown. The evolution of Movement Time 
(MT), Peak Velocity (PV), Total Displacement (TD) and movement smoothness (MS) are 
shown across two evaluation sessions.  S1 was more stable that S2 
3.2.2 Case Study 2: Model Evaluation on ADLER 
The results from the case study are presented in Figures 9 and 10. The area between curves 
was significantly reduced for all the drink events. The new model provides a more accurate 
prediction of the desired functional trajectory than the old paradigm of the minimum jerk 
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model. These results show that this trajectory generation scheme provides more appropriate 
wrist center paths for implementing functional tasks in the ADLER environment. This 
improvement was noted by the subject as well. 
Fig. 9. XY plane data of (from top to bottom) the drink task on ADLER. 
The data collected in normal mode is represented by a thick solid line, the data collected 
when using the old model is represented by a thin solid line (cyan), and the data collected 
when using the new model is represented by a dotted line. MT = 8.97 ±4.03 seconds, TD 
=2.23±0.33, PV= 0.29±4.03, and MS 3.70±0.73. 
Fig. 10. XZ plane data of (from top to bottom) the drink task on ADLER. 
The data collected in normal mode is represented by a thick solid line, the data collected 
when using the old model is represented by a thin solid line (cyan), and the data collected 
when using the new model is represented by a dotted line. 
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Table 7 shows the average responses to the questions presented to the subject after each 
trial. When using the new model and asked if the robot was moving the way he would have 
liked to move he answered with an average value of 7. This is a more positive response than 
for the old model, with which he answered 3. When using the new model and asked if he 
felt as though he had to work against the robot to complete the task he answered with an 
average value of 2. This is a more positive response than for the old model, with which he 
answered 5. His comments reveal that the old model did produce movements that did not 
feel natural. 
Question Response Range (1-10) Average Response 
Do you feel as though the 
robot is moving the way you 
would like to move? 
10 = Yes, completely; 5 = 
About half the time; 1 = No, 
not at all 
Model A: 3 +/-1 
Model C: 7 +/- 1 * 
Do you feel as though you 
need to fight against the 
robot to complete the task? 
10 = Yes, all the time; 5 = 
About half the time; 1 = No, 
not at all 
Model: 5 +/- 1 
Model: 2 +/- .5 * 
Table 7. Subject survey at the end of each trial. 
The questions, possible responses, and average responses are listed. Representative 
comments were chosen for each model. If a result was statistically more successful by means 
of a t-Test it is marked with an asterisk and in bold. 
The results from the questionnaire show that the differences seen between the new and old 
model can be felt by the subject and that using the new model provides for a more 
comfortable experience and more natural feeling movements. The obvious next step is to 
complete this analysis with stroke survivors to determine their response to the changes. 
Since stroke survivors are more likely to have decreased proprioception that affects their 
ability to sense their arm in space, we anticipate less sensitivity to changes in arm position 
in space. The question of whether training using these more accurate and natural movement 
paths will translate into the ability to dynamically position and orientate the impaired arm 
for various ADL artifacts (e.g., spoon, comb etc.) and the ability to use any performance 
improvements seen in less supervised environments. 
3.2.3 Case Study 3: Training Evaluation on ADLER 
Training improved the subject’s ability to perform more functional reaching. The result 
of the 4 main evaluation sessions using the drink 3-D PTP patterns are illustrated in Fig. 
11 and the biomechanical measures for kinematics and the clinical measures of ADL 
and motor function are shown in Table 8. The subject’s UE-FT improved by two levels, 
while UE-FM scores did not change during training. However, this subject was low 
functioning and did not practice grasping objects, so improvement in UE-FM testing 
was not expected. A clinical evaluation 1 month (at about 6 weeks) after the end of 
training showed that the subject maintained a UE-FT score of level 4 and a UE-FM score 
of 24/66. 
Table 8 summarizes the evolution of the key kinematic variables derived for S4. We expected 
that the kinematic variables of movement time and smoothness (Peak V/mean V) would 
consistently decrease as evaluation proceeded from pre to post to follow-up and approach 
normal values (Rohrer et al 2002; Krebs et al. 2002; Wu et al 2000). In general this expectation 
was met and can be seen from the data for S1 and S2 in Tables 7and S4 in Table 8. 
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We expected that the peak velocity and total displacement would consistently increase as 
evaluation proceeded from pre to post to follow-up and approach normal values. Table 8 
clearly shows the gain in peak velocity over time. Overall total displacement was not 
consistent from pre- to post-training and follow-up because this measure as calculated 
evaluated the entire movement included those that were not useful to accomplish the task. 
From Figure 11, it is clear that the subject’s height off the table increased and the range of 
motion on the table also increased. This implies that although overall TD did not behave 
consistently, therefore, in the future, a better and more sensitive kinematic measure could be 
derived in terms of increases in height (z) and table top range of motion (x-y area). We 
anticipate that when we include the FES grasp glove, especially for low-functioning stroke 
survivors, we will add the inclusion of a curvature and orientation measure to detect 
changes in dynamic orientation of the hand during functional reaching to an ADL artifact 
such as the cup in the drink task. 
The subject used the normal mode to complete the evaluation tasks and the training modes 
to complete the training tasks. The drink task is shown. 
Fig. 11. Drinking Task Changes in XY and XZ planes. 
The evolution of movement for the drink task are shown for the evaluation sessions from 
pre-training (Week 1) to follow-up (Week 6) for the drink task. The subject had increasingly 
more height in the Z direction as time passed and covered more table area in the X-Z area. 
The key changes seen translated mainly into increased shoulder and elbow movement, 
which lead to change from level 2 to 4 on ADL function. This result is typical of systems that 
training only reaching performance (Loureiro et al. 2003; Krebs et al. 2002; Prange et al. 
2006). Since grasp function did not improve and is required for ADL function on levels 5 
through 7, we anticipate that training to assist opening and closing of the hand for grasping 
as well as reaching via the full integration of the FES game glove into the ADLER system 
will improve these results. In addition to gaining data from lower functioning stroke 
subjects, we are also evaluating the performance of higher-functioning stroke survivors with 
low to medium grasping capability on the ADLER system (with and without FES glove). We 
hope to see improvement in the UE-FM and UE-FT scores of these subjects due to more 
functional training. We also anticipate greater improvement following the full 
implementation of curved trajectory models (Model C especially). The first stroke subject 
was trained using PTP trajectories defined by the straight-line, 5th order minimum jerk 
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model. We expect that the curved trajectories, which approximate better actual movements, 
will result in improved recovery. 
Biomechanical and Clinical Measures Evaluation 
Session MT (s) TD (m) PV (m/s) MS UE-FM UE-FT 
15.78 2.51 0.26 3.90 Initial
±5.65 ±0.46 ±0.01 ±0.68 
23 Level 2 
12.75 2.05 0.23 4.32 Week 1 
±4.01 ±0.23 ±0.10 ±1.32 
27 Level 2 
8.14 1.88 0.28 2.93 Week 3 
±1.42 ±0.37 ±0.031 ±0.20 
23 Level 2 
6.38 2.08 0.27 2.97 Week 6 
±0.13 ±0.13 ±0.03 ±0.54 
23 Level 4 
12.59 2.89 0.36 3.27 Follow-up 
±1.01 ±0.59 ±0.05 ±0.94 
24 Level 4 
Table 8. Evolution of the Kinematics of S3 (Stroke) on PTP drink task. 
The table shows the changes in movement time (MT), total displacement (TD), smoothness 
(PV/MeanV), and clinical values for motor impairment (UE-FM with 66 as maximum) and 
ADL function (UE-FT: Level 7 maximum). 
4. Conclusion 
This chapter discussed the development of a task-oriented therapy robot focused on real 
ADL training and performance. The development of the software, HERALD, and the 
hardware platform and FES grasp glove has been discussed. We also presented training and 
trajectory planning models that have been implemented with the system along with 
defining the pros and cons of three possible models that can be used to accurately reflect 
natural movement of the wrist during ADL task. We presented three case studies that 
briefly examined how the system has repeatable performance and has the ability to train 
stroke survivors. A low functioning stroke survivor was successfully trained on the system 
using PTP ADL-like movement. The subject’s kinematics, especially movement time and 
movement smoothness decreased reflecting motor impairment reduction and increased 
motor control. The ADL functioning was improved on tasks involving more shoulder and 
elbow function but not on task involving grasp. In the future, the FES glove will be fully 
integrated in the ADLER system to allow stroke clients on all levels of motor function and 
ADL ability to be trained in both reaching and grasping ADLs. As such we anticipate that a 
major impact will then be seen on both motor impairment and functional scales. 
We also presented via case study 2 different trajectory models for planning and assisting 
movement of the wrist using ADLER. We demonstrated that models that included 
curvature and had customized inputs can improve a subject’s movement kinematics for an 
ADL tasks such as drinking and can affect their perception of the ease or difficulty of the 
movement. In the case study performed on the ADLER system, the subject reported a “more 
natural” feel when operating with the new model rather than the old model. This shows 
that the model appears to meet the goal of providing a more natural prediction of functional 
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wrist paths. Although these results are promising it is understood that much more work to 
be done and there is a need to examine movements from the perspective of the stroke 
survivor. 
In the near future, we will be improving our models for trajectory planning of ADL 
movements as well as examining whether the ADLER system including the FES glove can 
improve both motor and ADL function. 
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